Section 
360.10	Scope 
360.20	Definitions 
360.30	General Requirements and Administrative Controls 
360.40	General Equipment and Operation Requirements for Diagnostic X-Ray Systems 
360.41	Additional Requirements for Use of Diagnostic X-Ray Systems in the Healing Arts of Medicine, Podiatry and Chiropractic 
360.50	Fluoroscopic Systems 
360.60	Radiographic Systems Other Than Fluoroscopic, Dental, Veterinary or Computed Tomography Systems 
360.70	Mobile/Portable Radiographic Systems Other Than Systems Used Solely For Mammography (Repealed) 
360.71	Additional Requirements for Facilities Performing Mammography (Repealed) 
360.75	Computed Tomography (CT) Systems 
360.80	Photofluorographic Systems (Repealed) 
360.90	Dental Radiographic Systems 
360.100	Veterinary Radiographic Systems 
360.110	Therapy Systems Operating Below 1 MeV 
360.120	Therapy Systems Operating at 1 MeV or Greater 
360.130	Electronic Brachytherapy

360.APPENDIX A	Medical Radiographic Entrance Exposure Measurement Protocol 
360.APPENDIX B	Mammography Dose Measurement Protocol (Repealed) 
360.APPENDIX C	Mammography Phantom Image Evaluation (Repealed) 
360.APPENDIX D	Computed Tomography Dose Measurement Protocol (Repealed)
360.APPENDIX E	Minimum Quality Control Program for Medical Accelerators 
360.ILLUSTRATION A	Thimble and Pancake Chamber-Radiation Measuring Devices (Repealed) 
360.ILLUSTRATION B	Mammography Dose Evaluation Graph (Repealed) 
360.TABLE A	Mammography Dose Evaluation Table (Repealed) 
360.TABLE B	Half-Value Layer as a Function of Tube Potential 
360.TABLE C	Entrance Exposure Limits Per Intraoral Bitewing Film (Repealed) 
